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CASE NARRATIVE

Client: TestAmerica Laboratories, Inc.

Project: 995|Waimanalo Gulch LF

Report Number: 280-26964-1

With the exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no 

problems were encountered or anomalies observed.  In addition all laboratory quality control samples were within established control 

limits, with any exceptions noted below.  Each sample was analyzed to achieve the lowest possible reporting limit within the constraints of 

the method.  In some cases, due to interference or analytes present at high concentrations, samples were diluted.  For diluted samples, 

the reporting limits are adjusted relative to the dilution required.

This report may include reporting limits (RLs) less than TestAmerica’s standard reporting limit.  The reported sample results and 

associated reporting limits are being used specifically to meet the needs of this project.  Note that data are not normally reported to these 

levels without qualification because they are inherently less reliable and potentially less defensible than required by the latest industry 

standards.

Sample Receiving

The samples were received on 03/23/2012; the samples arrived in good condition, properly preserved and on ice.  The temperatures of 

the coolers at receipt were  4.8C and 5.1C.

The sampling date and sampling time were not recorded on the Chain of custody for sample DETENTION BASIN. The sampling date and 

sampling time were obtained from the sample bottle labels. The client was notified.

Holding Times

All holding times were met.

Method Blanks

The Method 625 surrogate recovery of 2,4,6-Tribromophenol in the Method Blank associated with prep batch 113443 was below the lower 

control limit at 43% (control limits 50%-120%)  Because all Method 625 surrogate recoveries were within control limits for the associated 

samples, corrective action was deemed unnecessary.

HEM Method 1664A was detected in the Method Blank below the project established reporting limit. No corrective action is taken for any 

values in Method Blanks that are below the requested reporting limits. The Method Blank data are included at the end of this report.

All other Method Blanks were within established control limits.  

Laboratory Control Samples (LCS)

The Method 625 LCSD exhibited recoveries of Bis(2-ethylhexyl) phthalate, 2,4-Dichlorophenol, Diethyl phthalate, 2,4-Dimethylphenol, 

2,4-Dinitrotoluene, Di-n-octyl phthalate  and 2-Nitrophenol above the upper control limits. In addition, the RPD results were outside the 

RPD limits for Benzidine, Bis(2-ethylhexyl) phthalate, 2,4-Dichlorophenol, 2,4-Dimethylphenol and 2-Nitrophenol. Because these were not 

target compounds, corrective action was deemed unnecessary. In addition, all samples were non-detect for all target Method 625 

compounds. 

All other Laboratory Control Samples were within established control limits.

Matrix Spike (MS) and Matrix Spike Duplicate (MSD)

The method required MS/MSD could not be performed for Method 625 due to insufficient sample volume.

The method required MS/MSD could not be performed for Method 1664A due to insufficient sample volume, however, a LCS/LCSD pair 

was analyzed to demonstrate method precision and accuracy.

The Matrix Spikes and Matrix Spike Duplicates performed on samples from other clients exhibited recoveries outside control limits for 

Ammonia Method 350.1, Total Kjeldahl Nitrogen Method 351.2 and Total Phosphorus Method 365.1. Because the corresponding 

Laboratory Control Samples and the Method Blank samples were within control limits, these anomalies may be due to matrix interference 

and no corrective action was taken.

All other MS and MSD samples were within established control limits.   
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General Comments

The analyses for Biochemical Oxygen Demand (BOD) and Hexavalent Chromium were performed at Food Quality Lab.  

FQL

3375 Koapaka Street, G314

Honolulu, HI 96819

Phone: 808.839.9444

Report Revision

This submission was revised to correct the primary contact information on the coverpage. Due to a laboratory error, the incorrect contact 

was referenced as the primary on the original report. 
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EXECUTIVE SUMMARY - Detections

Client:   Waste Management Job Number:   280-26964-1

Analyte Result

Reporting 

Limit Units  Method

Lab Sample ID      Client Sample ID

Qualifier

280-26964-1 DETENTION BASIN

SU Field Sampling8.35Field pH

5.0 mg/L 1664A1.5 J BHEM

0.10 mg/L 350.14.5Ammonia

0.50 mg/L 351.20.71Nitrogen, Kjeldahl

0.10 mg/L 353.25.9Nitrate Nitrite as N

0.050 mg/L 365.10.28Phosphorus, Total

20 mg/L 410.418 JChemical Oxygen Demand

4.0 mg/L SM 2540D50Total Suspended Solids

0.10 mg/L Total Nitrogen6.6Nitrogen, Total

Total Recoverable
0.10 mg/L 200.7 Rev 4.44.4Iron

0.0090 mg/L 200.7 Rev 4.40.0055 JLead

0.020 mg/L 200.7 Rev 4.40.022Zinc

280-26964-2 CULVERT

SU Field Sampling8.41Field pH

5.0 mg/L 1664A3.4 J BHEM

0.50 mg/L 351.20.96Nitrogen, Kjeldahl

0.10 mg/L 353.23.2Nitrate Nitrite as N

0.050 mg/L 365.10.22Phosphorus, Total

20 mg/L 410.421Chemical Oxygen Demand

4.0 mg/L SM 2540D100Total Suspended Solids

0.10 mg/L Total Nitrogen4.2Nitrogen, Total

Total Recoverable
0.10 mg/L 200.7 Rev 4.42.1Iron

0.020 mg/L 200.7 Rev 4.40.014 JZinc
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EXECUTIVE SUMMARY - Detections

Client:   Waste Management Job Number:   280-26964-1

Analyte Result

Reporting 

Limit Units  Method

Lab Sample ID      Client Sample ID

Qualifier

280-26964-3 UPCANYON

0.00020 mg/L 245.10.000042 JMercury

SU Field Sampling8.30Field pH

5.0 mg/L 1664A1.9 J BHEM

0.10 mg/L 350.10.31Ammonia

0.50 mg/L 351.21.0Nitrogen, Kjeldahl

0.10 mg/L 353.22.5Nitrate Nitrite as N

0.050 mg/L 365.10.33Phosphorus, Total

20 mg/L 410.444Chemical Oxygen Demand

4.0 mg/L SM 2540D460Total Suspended Solids

0.10 mg/L Total Nitrogen3.5Nitrogen, Total

Total Recoverable
0.10 mg/L 200.7 Rev 4.460Iron

0.0090 mg/L 200.7 Rev 4.40.0050 JLead

0.020 mg/L 200.7 Rev 4.40.068Zinc
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METHOD SUMMARY

Client: Waste Management Job Number: 280-26964-1

Preparation MethodMethodLab LocationDescription

Matrix: Water

General Sub Contract Method Honolulu Subcontract

Semivolatile Organic Compounds (GC/MS) TAL DEN 40CFR136A 625

Liquid-Liquid Extraction TAL DEN 40CFR136A 625

Metals (ICP) TAL DEN EPA 200.7 Rev 4.4

Preparation, Total Recoverable Metals TAL DEN EPA 200.7

Mercury (CVAA) TAL DEN EPA 245.1

Preparation, Mercury TAL DEN EPA 245.1

HEM and SGT-HEM TAL DEN 1664A 1664A

HEM and SGT-HEM  (SPE) TAL DEN 1664A 1664A

Nitrogen, Ammonia TAL DEN MCAWW 350.1

Nitrogen, Total Kjeldahl TAL DEN MCAWW 351.2

Nitrogen, Total Kjeldahl TAL DEN MCAWW 351.2

Nitrogen, Nitrate-Nitrite TAL DEN MCAWW 353.2

Phosphorus, Total TAL DEN EPA 365.1

Phosphorus, Total TAL DEN MCAWW 365.2/365.3/365

COD TAL DEN MCAWW 410.4

Solids, Total Suspended (TSS) TAL DEN SM SM 2540D

Nitrogen, Total TAL DEN EPA Total Nitrogen

Field Sampling TAL DEN EPA Field Sampling

Lab References:

TAL DEN = TestAmerica Denver

Method References:

1664A = EPA-821-98-002

40CFR136A = "Methods for Organic Chemical Analysis of Municipal Industrial Wastewater", 40CFR, Part 136, Appendix A,  October 

26, 1984 and subsequent revisions.

EPA = US Environmental Protection Agency

MCAWW = "Methods For Chemical Analysis Of Water And Wastes", EPA-600/4-79-020, March 1983 And Subsequent Revisions.

SM = "Standard Methods For The Examination Of Water And Wastewater",
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METHOD / ANALYST  SUMMARY

Client:   Waste Management Job Number:   280-26964-1

Method Analyst Analyst ID

Hoffman, Michael G MGH40CFR136A   625

Bowen, Heidi E HEBEPA   200.7 Rev 4.4

Rawlings, Brendon L BLREPA   245.1

Field, Sampler FSEPA   Field Sampling

Elkin, David DE1664A   1664A

Scott, Samantha J SJSMCAWW   350.1

Woolley, Mark MWMCAWW   351.2

Scott, Samantha J SJSMCAWW   353.2

Taylor, Juli M JMTEPA   365.1

Allen, Andrew J AJAMCAWW   410.4

Allen, Andrew J AJASM   SM 2540D

Bandy, Darlene F DFBEPA   Total Nitrogen

TestAmerica Denver
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SAMPLE SUMMARY

Client:   Waste Management Job Number:   280-26964-1

Client Sample IDLab Sample ID Client Matrix Sampled Received

Date/Time Date/Time

280-26964-1 DETENTION BASIN Water 03/21/2012  1013 03/23/2012  0900

280-26964-2 CULVERT Water 03/21/2012  1036 03/23/2012  0900

280-26964-3 UPCANYON Water 03/21/2012  1023 03/23/2012  0900
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SAMPLE RESULTS

TestAmerica Denver
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

Client Sample ID:

Lab Sample ID:

DETENTION BASIN

Client Matrix:

280-26964-1

Water

Date Sampled:  03/21/2012 1013

Date Received: 03/23/2012 0900

625 Semivolatile Organic Compounds (GC/MS)

Dilution:

03/28/2012  1700

04/02/2012  2156

1.0

625

Injection Volume:

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

D9775.D

1044.7   mL

1000   uL

0.5   uL

625

MSS_D

Analysis Date:

Prep Date:

Analysis Batch:

Prep Batch:

280-114019

280-113443

Analysis Method:

Prep Method:

Analyte Result (mg/L) Qualifier MDL RL

ND 0.0100.0019Alpha-Terpineol

ND 0.0500.0096Benzoic acid

ND 0.0100.00024p-Cresol

ND 0.0600.019Pentachlorophenol

ND 0.0100.0019Phenol

Surrogate %Rec Acceptance LimitsQualifier

86 36 - 1202-Fluorobiphenyl

87 30 - 1202-Fluorophenol

65 50 - 1202,4,6-Tribromophenol

87 45 - 120Nitrobenzene-d5

94 36 - 120Phenol-d5

106 52 - 120Terphenyl-d14
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

Client Sample ID:

Lab Sample ID:

CULVERT

Client Matrix:

280-26964-2

Water

Date Sampled:  03/21/2012 1036

Date Received: 03/23/2012 0900

625 Semivolatile Organic Compounds (GC/MS)

Dilution:

03/28/2012  1700

04/02/2012  2215

1.0

625

Injection Volume:

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

D9776.D

972.9   mL

1000   uL

0.5   uL

625

MSS_D

Analysis Date:

Prep Date:

Analysis Batch:

Prep Batch:

280-114019

280-113443

Analysis Method:

Prep Method:

Analyte Result (mg/L) Qualifier MDL RL

ND 0.0100.0021Alpha-Terpineol

ND 0.0500.010Benzoic acid

ND 0.0100.00026p-Cresol

ND 0.0600.021Pentachlorophenol

ND 0.0100.0021Phenol

Surrogate %Rec Acceptance LimitsQualifier

84 36 - 1202-Fluorobiphenyl

84 30 - 1202-Fluorophenol

77 50 - 1202,4,6-Tribromophenol

88 45 - 120Nitrobenzene-d5

92 36 - 120Phenol-d5

116 52 - 120Terphenyl-d14
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

Client Sample ID:

Lab Sample ID:

UPCANYON

Client Matrix:

280-26964-3

Water

Date Sampled:  03/21/2012 1023

Date Received: 03/23/2012 0900

625 Semivolatile Organic Compounds (GC/MS)

Dilution:

03/28/2012  1700

04/02/2012  2234

1.0

625

Injection Volume:

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

D9777.D

953.4   mL

1000   uL

0.5   uL

625

MSS_D

Analysis Date:

Prep Date:

Analysis Batch:

Prep Batch:

280-114019

280-113443

Analysis Method:

Prep Method:

Analyte Result (mg/L) Qualifier MDL RL

ND 0.0100.0021Alpha-Terpineol

ND 0.0500.010Benzoic acid

ND 0.0100.00026p-Cresol

ND 0.0600.021Pentachlorophenol

ND 0.0100.0021Phenol

Surrogate %Rec Acceptance LimitsQualifier

78 36 - 1202-Fluorobiphenyl

62 30 - 1202-Fluorophenol

82 50 - 1202,4,6-Tribromophenol

85 45 - 120Nitrobenzene-d5

70 36 - 120Phenol-d5

89 52 - 120Terphenyl-d14
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

Client Sample ID:

Lab Sample ID:

DETENTION BASIN

Client Matrix:

280-26964-1

Water

Date Sampled:  03/21/2012 1013

Date Received: 03/23/2012 0900

200.7 Rev 4.4 Metals (ICP)-Total Recoverable

200.7 Rev 4.4 Instrument ID:

Lab File ID: 26a032712.asc

Dilution: 1.0 Initial Weight/Volume: 50   mL

03/27/2012  1740 Final Weight/Volume: 50   mL

03/26/2012  1400

200.7

MT_026

Analysis Date:

Prep Date:

Analysis Batch: 280-113314

280-112986Prep Batch:

Analysis Method:

Prep Method:

Analyte Result (mg/L) Qualifier MDL RL

ND 0.0150.0044Arsenic

ND 0.00500.00045Cadmium

4.4 0.100.022Iron

0.0055 J 0.00900.0026Lead

ND 0.0150.0049Selenium

0.022 0.0200.0045Zinc

ND 0.0100.00093Silver

245.1 Mercury (CVAA)

245.1 Instrument ID:

Lab File ID: 120329taa.txt

Dilution: 1.0 Initial Weight/Volume: 30   mL

03/29/2012  1535 Final Weight/Volume: 30   mL

03/29/2012  1120

245.1

MT_034

Analysis Date:

Prep Date:

Analysis Batch: 280-113693

280-113392Prep Batch:

Analysis Method:

Prep Method:

Analyte Result (mg/L) Qualifier MDL RL

ND 0.000200.000027Mercury
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

Client Sample ID:

Lab Sample ID:

CULVERT

Client Matrix:

280-26964-2

Water

Date Sampled:  03/21/2012 1036

Date Received: 03/23/2012 0900

200.7 Rev 4.4 Metals (ICP)-Total Recoverable

200.7 Rev 4.4 Instrument ID:

Lab File ID: 26a032712.asc

Dilution: 1.0 Initial Weight/Volume: 50   mL

03/27/2012  1742 Final Weight/Volume: 50   mL

03/26/2012  1400

200.7

MT_026

Analysis Date:

Prep Date:

Analysis Batch: 280-113314

280-112986Prep Batch:

Analysis Method:

Prep Method:

Analyte Result (mg/L) Qualifier MDL RL

ND 0.0150.0044Arsenic

ND 0.00500.00045Cadmium

2.1 0.100.022Iron

ND 0.00900.0026Lead

ND 0.0150.0049Selenium

0.014 J 0.0200.0045Zinc

ND 0.0100.00093Silver

245.1 Mercury (CVAA)

245.1 Instrument ID:

Lab File ID: 120329taa.txt

Dilution: 1.0 Initial Weight/Volume: 30   mL

03/29/2012  1542 Final Weight/Volume: 30   mL

03/29/2012  1120

245.1

MT_034

Analysis Date:

Prep Date:

Analysis Batch: 280-113693

280-113392Prep Batch:

Analysis Method:

Prep Method:

Analyte Result (mg/L) Qualifier MDL RL

ND 0.000200.000027Mercury
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

Client Sample ID:

Lab Sample ID:

UPCANYON

Client Matrix:

280-26964-3

Water

Date Sampled:  03/21/2012 1023

Date Received: 03/23/2012 0900

200.7 Rev 4.4 Metals (ICP)-Total Recoverable

200.7 Rev 4.4 Instrument ID:

Lab File ID: 26a032712.asc

Dilution: 1.0 Initial Weight/Volume: 50   mL

03/27/2012  1745 Final Weight/Volume: 50   mL

03/26/2012  1400

200.7

MT_026

Analysis Date:

Prep Date:

Analysis Batch: 280-113314

280-112986Prep Batch:

Analysis Method:

Prep Method:

Analyte Result (mg/L) Qualifier MDL RL

ND 0.0150.0044Arsenic

ND 0.00500.00045Cadmium

60 0.100.022Iron

0.0050 J 0.00900.0026Lead

ND 0.0150.0049Selenium

0.068 0.0200.0045Zinc

ND 0.0100.00093Silver

245.1 Mercury (CVAA)

245.1 Instrument ID:

Lab File ID: 120329taa.txt

Dilution: 1.0 Initial Weight/Volume: 30   mL

03/29/2012  1544 Final Weight/Volume: 30   mL

03/29/2012  1120

245.1

MT_034

Analysis Date:

Prep Date:

Analysis Batch: 280-113693

280-113392Prep Batch:

Analysis Method:

Prep Method:

Analyte Result (mg/L) Qualifier MDL RL

0.000042 J 0.000200.000027Mercury
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

General Chemistry

Client Sample ID:

Lab Sample ID:

DETENTION BASIN

Client Matrix:

280-26964-1

Water

Date Sampled:  03/21/2012 1013

Date Received: 03/23/2012 0900

Analyte Result Qual Units MDL RL Dil Method

HEM 1.5 J B mg/L 1.3 5.0 1.0 1664A

Analysis Date: 03/29/2012 0950Analysis Batch: 280-113532

Prep Batch: 280-113523 Prep Date: 03/29/2012 0950

Ammonia 4.5 mg/L 0.022 0.10 1.0 350.1

Analysis Date: 03/29/2012 1421Analysis Batch: 280-113596

Nitrogen, Kjeldahl 0.71 mg/L 0.077 0.50 1.0 351.2

Analysis Date: 04/03/2012 1347Analysis Batch: 280-114082

Prep Batch: 280-113968 Prep Date: 04/02/2012 1522

Nitrate Nitrite as N 5.9 mg/L 0.019 0.10 1.0 353.2

Analysis Date: 03/29/2012 1421Analysis Batch: 280-113600

Phosphorus, Total 0.28 mg/L 0.0050 0.050 1.0 365.1

Analysis Date: 04/02/2012 1653Analysis Batch: 280-113979

Prep Batch: 280-113928 Prep Date: 04/02/2012 1232

Chemical Oxygen Demand 18 J mg/L 4.1 20 1.0 410.4

Analysis Date: 03/28/2012 1104Analysis Batch: 280-113353

Total Suspended Solids 50 mg/L 1.1 4.0 1.0 SM 2540D

Analysis Date: 03/27/2012 0845Analysis Batch: 280-113184

Nitrogen, Total 6.6 mg/L 0.042 0.10 1.0 Total Nitrogen

Analysis Date: 04/03/2012 1742Analysis Batch: 280-114134
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

General Chemistry

Client Sample ID:

Lab Sample ID:

CULVERT

Client Matrix:

280-26964-2

Water

Date Sampled:  03/21/2012 1036

Date Received: 03/23/2012 0900

Analyte Result Qual Units MDL RL Dil Method

HEM 3.4 J B mg/L 1.8 5.0 1.0 1664A

Analysis Date: 03/29/2012 0950Analysis Batch: 280-113532

Prep Batch: 280-113523 Prep Date: 03/29/2012 0950

Ammonia ND mg/L 0.022 0.10 1.0 350.1

Analysis Date: 03/29/2012 1342Analysis Batch: 280-113596

Nitrogen, Kjeldahl 0.96 mg/L 0.077 0.50 1.0 351.2

Analysis Date: 04/03/2012 1348Analysis Batch: 280-114082

Prep Batch: 280-113968 Prep Date: 04/02/2012 1522

Nitrate Nitrite as N 3.2 mg/L 0.019 0.10 1.0 353.2

Analysis Date: 03/29/2012 1342Analysis Batch: 280-113600

Phosphorus, Total 0.22 mg/L 0.0050 0.050 1.0 365.1

Analysis Date: 04/02/2012 1653Analysis Batch: 280-113979

Prep Batch: 280-113928 Prep Date: 04/02/2012 1232

Chemical Oxygen Demand 21 mg/L 4.1 20 1.0 410.4

Analysis Date: 03/28/2012 1104Analysis Batch: 280-113353

Total Suspended Solids 100 mg/L 1.1 4.0 1.0 SM 2540D

Analysis Date: 03/27/2012 0845Analysis Batch: 280-113184

Nitrogen, Total 4.2 mg/L 0.042 0.10 1.0 Total Nitrogen

Analysis Date: 04/03/2012 1742Analysis Batch: 280-114134
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

General Chemistry

Client Sample ID:

Lab Sample ID:

UPCANYON

Client Matrix:

280-26964-3

Water

Date Sampled:  03/21/2012 1023

Date Received: 03/23/2012 0900

Analyte Result Qual Units MDL RL Dil Method

HEM 1.9 J B mg/L 1.3 5.0 1.0 1664A

Analysis Date: 03/29/2012 0950Analysis Batch: 280-113532

Prep Batch: 280-113523 Prep Date: 03/29/2012 0950

Ammonia 0.31 mg/L 0.022 0.10 1.0 350.1

Analysis Date: 03/29/2012 1344Analysis Batch: 280-113596

Nitrogen, Kjeldahl 1.0 mg/L 0.077 0.50 1.0 351.2

Analysis Date: 04/03/2012 1350Analysis Batch: 280-114082

Prep Batch: 280-113968 Prep Date: 04/02/2012 1522

Nitrate Nitrite as N 2.5 mg/L 0.019 0.10 1.0 353.2

Analysis Date: 03/29/2012 1344Analysis Batch: 280-113600

Phosphorus, Total 0.33 mg/L 0.0050 0.050 1.0 365.1

Analysis Date: 04/02/2012 1653Analysis Batch: 280-113979

Prep Batch: 280-113928 Prep Date: 04/02/2012 1232

Chemical Oxygen Demand 44 mg/L 4.1 20 1.0 410.4

Analysis Date: 03/28/2012 1104Analysis Batch: 280-113353

Total Suspended Solids 460 mg/L 3.7 4.0 1.0 SM 2540D

Analysis Date: 03/27/2012 0845Analysis Batch: 280-113184

Nitrogen, Total 3.5 mg/L 0.042 0.10 1.0 Total Nitrogen

Analysis Date: 04/03/2012 1742Analysis Batch: 280-114134
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

Field Service / Mobile Lab

Client Sample ID:

Lab Sample ID:

DETENTION BASIN

Client Matrix:

280-26964-1

Water

Date Sampled:  03/21/2012 1013

Date Received: 03/23/2012 0900

Result Qual Units Dil Method

Analysis    Date Analyzed

Date PreparedAnalyte Batch   

Field pH 8.35 SU 1.0 Field 

Sampling

280-113011 03/21/2012  1013
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

Field Service / Mobile Lab

Client Sample ID:

Lab Sample ID:

CULVERT

Client Matrix:

280-26964-2

Water

Date Sampled:  03/21/2012 1036

Date Received: 03/23/2012 0900

Result Qual Units Dil Method

Analysis    Date Analyzed

Date PreparedAnalyte Batch   

Field pH 8.41 SU 1.0 Field 

Sampling

280-113011 03/21/2012  1036
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Analytical Data

Client:   Waste Management Job Number:   280-26964-1

Field Service / Mobile Lab

Client Sample ID:

Lab Sample ID:

UPCANYON

Client Matrix:

280-26964-3

Water

Date Sampled:  03/21/2012 1023

Date Received: 03/23/2012 0900

Result Qual Units Dil Method

Analysis    Date Analyzed

Date PreparedAnalyte Batch   

Field pH 8.30 SU 1.0 Field 

Sampling

280-113011 03/21/2012  1023
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DATA REPORTING QUALIFIERS

Client:   Waste Management Job Number:   280-26964-1

Lab Section Qualifier Description

GC/MS Semi VOA

Recovery or RPD exceeds control limits*

Result is less than the RL but greater than or equal to the MDL 

and the concentration is an approximate value.

J

Surrogate is outside control limitsX

Metals

Result is less than the RL but greater than or equal to the MDL 

and the concentration is an approximate value.

J

General Chemistry

Compound was found in the blank and sample.B

MS/MSD Recovery or RPD exceeds the control limitsF

Result is less than the RL but greater than or equal to the MDL 

and the concentration is an approximate value.

J
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QUALITY CONTROL RESULTS
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Quality Control Results

Client:   Waste Management Job Number:   280-26964-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

GC/MS Semi VOA

Prep Batch: 280-113443

Lab Control Sample Water 625LCS 280-113443/2-A T

Lab Control Sample Duplicate Water 625LCSD 280-113443/3-A T

Method Blank Water 625MB 280-113443/1-A T

WaterDETENTION BASIN 625280-26964-1 T

WaterCULVERT 625280-26964-2 T

WaterUPCANYON 625280-26964-3 T

Analysis Batch:280-114019

Lab Control Sample Water 280-113443625LCS 280-113443/2-A T

Lab Control Sample Duplicate Water 280-113443625LCSD 280-113443/3-A T

Method Blank Water 280-113443625MB 280-113443/1-A T

Water 280-113443DETENTION BASIN 625280-26964-1 T

Water 280-113443CULVERT 625280-26964-2 T

Water 280-113443UPCANYON 625280-26964-3 T

Report Basis

T = Total
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Quality Control Results

Client:   Waste Management Job Number:   280-26964-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

Metals

Prep Batch: 280-112986

Lab Control Sample Water 200.7LCS 280-112986/2-A R

Method Blank Water 200.7MB 280-112986/1-A R

Matrix Spike Water 200.7280-26959-B-2-B MS R

Matrix Spike Duplicate Water 200.7280-26959-B-2-C MSD R

WaterDETENTION BASIN 200.7280-26964-1 R

WaterCULVERT 200.7280-26964-2 R

WaterUPCANYON 200.7280-26964-3 R

Analysis Batch:280-113314

Lab Control Sample Water 280-112986200.7 Rev 4.4LCS 280-112986/2-A R

Method Blank Water 280-112986200.7 Rev 4.4MB 280-112986/1-A R

Matrix Spike Water 280-112986200.7 Rev 4.4280-26959-B-2-B MS R

Matrix Spike Duplicate Water 280-112986200.7 Rev 4.4280-26959-B-2-C MSD R

Water 280-112986DETENTION BASIN 200.7 Rev 4.4280-26964-1 R

Water 280-112986CULVERT 200.7 Rev 4.4280-26964-2 R

Water 280-112986UPCANYON 200.7 Rev 4.4280-26964-3 R

Prep Batch: 280-113392

Lab Control Sample Water 245.1LCS 280-113392/2-A T

Method Blank Water 245.1MB 280-113392/1-A T

WaterDETENTION BASIN 245.1280-26964-1 T

Matrix Spike Water 245.1280-26964-1MS T

Matrix Spike Duplicate Water 245.1280-26964-1MSD T

WaterCULVERT 245.1280-26964-2 T

WaterUPCANYON 245.1280-26964-3 T

Analysis Batch:280-113693

Lab Control Sample Water 280-113392245.1LCS 280-113392/2-A T

Method Blank Water 280-113392245.1MB 280-113392/1-A T

Water 280-113392DETENTION BASIN 245.1280-26964-1 T

Matrix Spike Water 280-113392245.1280-26964-1MS T

Matrix Spike Duplicate Water 280-113392245.1280-26964-1MSD T

Water 280-113392CULVERT 245.1280-26964-2 T

Water 280-113392UPCANYON 245.1280-26964-3 T

Report Basis

R = Total Recoverable

T = Total
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Quality Control Results

Client:   Waste Management Job Number:   280-26964-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

Field Service / Mobile Lab

Analysis Batch:280-113011

WaterDETENTION BASIN Field Sampling280-26964-1 T

WaterCULVERT Field Sampling280-26964-2 T

WaterUPCANYON Field Sampling280-26964-3 T

Report Basis

T = Total
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Quality Control Results

Client:   Waste Management Job Number:   280-26964-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

General Chemistry

Analysis Batch:280-113184

Lab Control Sample Water SM 2540DLCS 280-113184/2 T

Lab Control Sample Duplicate Water SM 2540DLCSD 280-113184/3 T

Method Blank Water SM 2540DMB 280-113184/1 T

Duplicate Water SM 2540D280-26932-A-7 DU T

WaterDETENTION BASIN SM 2540D280-26964-1 T

WaterCULVERT SM 2540D280-26964-2 T

WaterUPCANYON SM 2540D280-26964-3 T

Analysis Batch:280-113353

Lab Control Sample Water 410.4LCS 280-113353/3 T

Lab Control Sample Duplicate Water 410.4LCSD 280-113353/4 T

Method Blank Water 410.4MB 280-113353/5 T

Matrix Spike Water 410.4280-26920-E-1 MS T

Matrix Spike Duplicate Water 410.4280-26920-E-1 MSD T

WaterDETENTION BASIN 410.4280-26964-1 T

WaterCULVERT 410.4280-26964-2 T

WaterUPCANYON 410.4280-26964-3 T

Prep Batch: 280-113523

Lab Control Sample Water 1664ALCS 280-113523/2-A T

Lab Control Sample Duplicate Water 1664ALCSD 280-113523/3-A T

Method Blank Water 1664AMB 280-113523/1-A T

WaterDETENTION BASIN 1664A280-26964-1 T

WaterCULVERT 1664A280-26964-2 T

WaterUPCANYON 1664A280-26964-3 T

Analysis Batch:280-113532

Lab Control Sample Water 280-1135231664ALCS 280-113523/2-A T

Lab Control Sample Duplicate Water 280-1135231664ALCSD 280-113523/3-A T

Method Blank Water 280-1135231664AMB 280-113523/1-A T

Water 280-113523DETENTION BASIN 1664A280-26964-1 T

Water 280-113523CULVERT 1664A280-26964-2 T

Water 280-113523UPCANYON 1664A280-26964-3 T
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Quality Control Results

Client:   Waste Management Job Number:   280-26964-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

General Chemistry

Analysis Batch:280-113596

Lab Control Sample Water 350.1LCS 280-113596/130 T

Lab Control Sample Water 350.1LCS 280-113596/98 T

Lab Control Sample Duplicate Water 350.1LCSD 280-113596/131 T

Lab Control Sample Duplicate Water 350.1LCSD 280-113596/99 T

Method Blank Water 350.1MB 280-113596/117 T

Method Blank Water 350.1MB 280-113596/129 T

Method Blank Water 350.1MB 280-113596/97 T

Matrix Spike Water 350.1280-26950-B-6 MS T

Matrix Spike Duplicate Water 350.1280-26950-B-6 MSD T

WaterDETENTION BASIN 350.1280-26964-1 T

WaterCULVERT 350.1280-26964-2 T

WaterUPCANYON 350.1280-26964-3 T

Matrix Spike Water 350.1280-26989-B-1 MS T

Matrix Spike Duplicate Water 350.1280-26989-B-1 MSD T

Analysis Batch:280-113600

Lab Control Sample Water 353.2LCS 280-113600/130 T

Lab Control Sample Water 353.2LCS 280-113600/21 T

Lab Control Sample Water 353.2LCS 280-113600/98 T

Lab Control Sample Duplicate Water 353.2LCSD 280-113600/131 T

Lab Control Sample Duplicate Water 353.2LCSD 280-113600/22 T

Lab Control Sample Duplicate Water 353.2LCSD 280-113600/99 T

Method Blank Water 353.2MB 280-113600/117 T

Method Blank Water 353.2MB 280-113600/129 T

Method Blank Water 353.2MB 280-113600/20 T

Method Blank Water 353.2MB 280-113600/97 T

Matrix Spike Water 353.2280-26930-B-1 MS T

Matrix Spike Duplicate Water 353.2280-26930-B-1 MSD T

WaterDETENTION BASIN 353.2280-26964-1 T

WaterCULVERT 353.2280-26964-2 T

WaterUPCANYON 353.2280-26964-3 T

Matrix Spike Water 353.2280-26989-B-1 MS T

Matrix Spike Duplicate Water 353.2280-26989-B-1 MSD T

Prep Batch: 280-113928

Lab Control Sample Water 365.2/365.3/365LCS 280-113928/1-A T

Lab Control Sample Duplicate Water 365.2/365.3/365LCSD 280-113928/2-A T

Method Blank Water 365.2/365.3/365MB 280-113928/3-A T

Matrix Spike Water 365.2/365.3/365280-26961-A-1-B MS T

Matrix Spike Duplicate Water 365.2/365.3/365280-26961-A-1-C MSD T

WaterDETENTION BASIN 365.2/365.3/365280-26964-1 T

WaterCULVERT 365.2/365.3/365280-26964-2 T

Matrix Spike Water 365.2/365.3/365280-26964-2MS T

Matrix Spike Duplicate Water 365.2/365.3/365280-26964-2MSD T

WaterUPCANYON 365.2/365.3/365280-26964-3 T
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Quality Control Results

Client:   Waste Management Job Number:   280-26964-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

General Chemistry

Prep Batch: 280-113968

Lab Control Sample Water 351.2LCS 280-113968/1-A T

Lab Control Sample Duplicate Water 351.2LCSD 280-113968/2-A T

Method Blank Water 351.2MB 280-113968/3-A T

Matrix Spike Water 351.2280-26961-B-6-B MS T

Matrix Spike Duplicate Water 351.2280-26961-B-6-C MSD T

WaterDETENTION BASIN 351.2280-26964-1 T

WaterCULVERT 351.2280-26964-2 T

WaterUPCANYON 351.2280-26964-3 T

Analysis Batch:280-113979

Lab Control Sample Water 280-113928365.1LCS 280-113928/1-A T

Lab Control Sample Duplicate Water 280-113928365.1LCSD 280-113928/2-A T

Method Blank Water 280-113928365.1MB 280-113928/3-A T

Matrix Spike Water 280-113928365.1280-26961-A-1-B MS T

Matrix Spike Duplicate Water 280-113928365.1280-26961-A-1-C MSD T

Water 280-113928DETENTION BASIN 365.1280-26964-1 T

Water 280-113928CULVERT 365.1280-26964-2 T

Matrix Spike Water 280-113928365.1280-26964-2MS T

Matrix Spike Duplicate Water 280-113928365.1280-26964-2MSD T

Water 280-113928UPCANYON 365.1280-26964-3 T

Analysis Batch:280-114082

Lab Control Sample Water 280-113968351.2LCS 280-113968/1-A T

Lab Control Sample Duplicate Water 280-113968351.2LCSD 280-113968/2-A T

Method Blank Water 280-113968351.2MB 280-113968/3-A T

Matrix Spike Water 280-113968351.2280-26961-B-6-B MS T

Matrix Spike Duplicate Water 280-113968351.2280-26961-B-6-C MSD T

Water 280-113968DETENTION BASIN 351.2280-26964-1 T

Water 280-113968CULVERT 351.2280-26964-2 T

Water 280-113968UPCANYON 351.2280-26964-3 T

Analysis Batch:280-114134

Method Blank Water Total NitrogenMB 280-114134/1 T

WaterDETENTION BASIN Total Nitrogen280-26964-1 T

WaterCULVERT Total Nitrogen280-26964-2 T

WaterUPCANYON Total Nitrogen280-26964-3 T

Report Basis

T = Total
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Surrogate Recovery Report

625  Semivolatile Organic Compounds (GC/MS)

Client Matrix: Water

Lab Sample ID Client Sample ID

FBP 2FP TBP NBZ PHL TPH

%Rec %Rec %Rec %Rec %Rec %Rec

280-26964-1 DETENTION BASIN 86 87 65 87 94 106

280-26964-2 CULVERT 84 84 77 88 92 116

280-26964-3 UPCANYON 78 62 82 85 70 89

MB 280-113443/1-A 82 92 43X 93 96 114

LCS 280-113443/2-A 87 92 102 93 98 100

LCSD 

280-113443/3-A

95 89 108 91 87 106

Surrogate Acceptance Limits

FBP = 2-Fluorobiphenyl 36-120

2FP = 2-Fluorophenol 30-120

TBP = 2,4,6-Tribromophenol 50-120

NBZ = Nitrobenzene-d5 45-120

PHL = Phenol-d5 36-120

TPH = Terphenyl-d14 52-120
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113443

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

D9774.D

1000   mL

1000   uLUnits: mg/L

Method: 625

Preparation: 625

MSS_DMB 280-113443/1-A

Analysis Date: 04/02/2012  2137

Analysis Batch:

Prep Batch:

Leach Batch: N/A

280-114019

280-113443

Prep Date: Injection Volume: 0.5   uL

Leach Date:

03/28/2012  1700

N/A

Analyte RLMDLQualResult

ND 0.0100.0020Alpha-Terpineol

ND 0.0500.010Benzoic acid

ND 0.0100.00025p-Cresol

ND 0.0600.020Pentachlorophenol

ND 0.0100.0020Phenol

Surrogate % Rec Acceptance Limits

2-Fluorobiphenyl 82 36 - 120

2-Fluorophenol 92 30 - 120

2,4,6-Tribromophenol 43 50 - 120X

Nitrobenzene-d5 93 45 - 120

Phenol-d5 96 36 - 120

Terphenyl-d14 114 52 - 120
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113443

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

mg/L

D9746.D

1000   mL

1000   uL

0.5   uL

D9747.D

1000   mL

1000   uL

0.5   uL

mg/L

Method: 625

Preparation: 625

MSS_D

MSS_D

LCS 280-113443/2-A

LCSD 280-113443/3-A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1258

03/28/2012  1700

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-114019

280-113443

N/A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1317

03/28/2012  1700

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-114019

280-113443

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

9489 47 - 120 6 30Acenaphthene

9993 33 - 120 6 30Acenaphthylene

10298 52 - 120 4 30Anthracene

2242 10 - 218 63 50 J *Benzidine

10297 54 - 120 6 30Benzo[a]anthracene

9294 51 - 120 2 90Benzo[b]fluoranthene

10291 49 - 120 11 50Benzo[k]fluoranthene

8480 39 - 120 6 73Benzo[a]pyrene

11990 50 - 120 28 30Bis(2-chloroethoxy)methane

9887 35 - 120 12 30Bis(2-chloroethyl)ether

172104 56 - 120 49 30 *Bis(2-ethylhexyl) phthalate

10195 53 - 120 6 344-Bromophenyl phenyl ether

11299 53 - 120 12 30Butyl benzyl phthalate

101100 57 - 120 1 304-Chloro-3-methylphenol

9185 60 - 118 7 302-Chloronaphthalene

9993 34 - 120 7 302-Chlorophenol

10091 51 - 120 10 304-Chlorophenyl phenyl ether

10399 51 - 120 4 30Chrysene

8077 45 - 120 4 78Dibenz(a,h)anthracene

108101 57 - 118 7 30Di-n-butyl phthalate

6372 32 - 120 14 421,2-Dichlorobenzene

5769 23 - 120 19 471,3-Dichlorobenzene

6070 24 - 120 15 491,4-Dichlorobenzene

7767 18 - 120 13 503,3'-Dichlorobenzidine

13694 46 - 120 36 30 *2,4-Dichlorophenol

121103 59 - 114 16 30 *Diethyl phthalate

12883 44 - 119 43 35 *2,4-Dimethylphenol

106100 58 - 112 6 30Dimethyl phthalate

10399 40 - 120 4 554,6-Dinitro-2-methylphenol

10794 20 - 121 13 612,4-Dinitrophenol

142100 57 - 120 34 35 *2,4-Dinitrotoluene

10196 56 - 120 5 302,6-Dinitrotoluene

121106 56 - 120 14 30 *Di-n-octyl phthalate

107104 58 - 120 3 30Fluoranthene

10092 59 - 120 8 30Fluorene

10195 53 - 120 5 30Hexachlorobenzene
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113443

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

mg/L

D9746.D

1000   mL

1000   uL

0.5   uL

D9747.D

1000   mL

1000   uL

0.5   uL

mg/L

Method: 625

Preparation: 625

MSS_D

MSS_D

LCS 280-113443/2-A

LCSD 280-113443/3-A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1258

03/28/2012  1700

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-114019

280-113443

N/A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1317

03/28/2012  1700

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-114019

280-113443

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

5666 27 - 116 15 41Hexachlorobutadiene

4641 10 - 120 12 82 J JHexachlorocyclopentadiene

5467 40 - 113 22 52Hexachloroethane

10599 50 - 120 5 73Indeno[1,2,3-cd]pyrene

12096 50 - 120 23 30Isophorone

103100 42 - 120 3 39p-Cresol

8581 37 - 120 5 30Naphthalene

9293 46 - 120 1 30Nitrobenzene

15198 47 - 120 42 30 *2-Nitrophenol

99101 53 - 120 2 424-Nitrophenol

8694 37 - 120 8 30N-Nitrosodimethylamine

9891 46 - 203 7 50N-Nitrosodiphenylamine

10899 50 - 120 9 30N-Nitrosodi-n-propylamine

10794 46 - 120 13 30Pentachlorophenol

10197 54 - 120 4 30Phenanthrene

8998 37 - 112 9 30Phenol

10396 55 - 115 7 30Pyrene

6870 44 - 120 2 351,2,4-Trichlorobenzene

8097 51 - 120 18 302,4,6-Trichlorophenol

9890 38 - 120 9 352-Methylphenol

10399 48 - 120 4 64Benzo[g,h,i]perylene

9790 37 - 120 8 302,2'-Oxybis(1-chloropropane)

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

2-Fluorobiphenyl 87 95 36 - 120

2-Fluorophenol 92 89 30 - 120

2,4,6-Tribromophenol 102 108 50 - 120

Nitrobenzene-d5 93 91 45 - 120

Phenol-d5 98 87 36 - 120

Terphenyl-d14 100 106 52 - 120
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Water

04/02/2012  1258

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113443

Method: 625

Preparation: 625

Units: mg/LLCS 280-113443/2-A LCSD 280-113443/3-ALCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

03/28/2012  1700

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1317

03/28/2012  1700

N/AN/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

0.07540.07090.0800 0.0800Acenaphthene

0.07880.07400.0800 0.0800Acenaphthylene

0.08130.07850.0800 0.0800Anthracene

J *0.08690.1670.400 0.400Benzidine

0.08180.07730.0800 0.0800Benzo[a]anthracene

0.07350.07490.0800 0.0800Benzo[b]fluoranthene

0.08150.07280.0800 0.0800Benzo[k]fluoranthene

0.06740.06370.0800 0.0800Benzo[a]pyrene

0.09520.07160.0800 0.0800Bis(2-chloroethoxy)methane

0.07860.06940.0800 0.0800Bis(2-chloroethyl)ether

*0.1380.08350.0800 0.0800Bis(2-ethylhexyl) phthalate

0.08090.07630.0800 0.08004-Bromophenyl phenyl ether

0.08950.07930.0800 0.0800Butyl benzyl phthalate

0.08060.08010.0800 0.08004-Chloro-3-methylphenol

0.07270.06780.0800 0.08002-Chloronaphthalene

0.07960.07410.0800 0.08002-Chlorophenol

0.08010.07280.0800 0.08004-Chlorophenyl phenyl ether

0.08270.07930.0800 0.0800Chrysene

0.06400.06140.0800 0.0800Dibenz(a,h)anthracene

0.08650.08050.0800 0.0800Di-n-butyl phthalate

0.05040.05770.0800 0.08001,2-Dichlorobenzene

0.04550.05490.0800 0.08001,3-Dichlorobenzene

0.04800.05570.0800 0.08001,4-Dichlorobenzene

0.06120.05360.0800 0.08003,3'-Dichlorobenzidine

*0.1090.07530.0800 0.08002,4-Dichlorophenol

*0.09690.08230.0800 0.0800Diethyl phthalate

*0.1020.06650.0800 0.08002,4-Dimethylphenol

0.08510.08000.0800 0.0800Dimethyl phthalate

0.08250.07950.0800 0.08004,6-Dinitro-2-methylphenol

0.08590.07510.0800 0.08002,4-Dinitrophenol

*0.1140.08040.0800 0.08002,4-Dinitrotoluene

0.08050.07680.0800 0.08002,6-Dinitrotoluene

*0.09700.08440.0800 0.0800Di-n-octyl phthalate

0.08560.08340.0800 0.0800Fluoranthene

0.07980.07380.0800 0.0800Fluorene

0.08060.07630.0800 0.0800Hexachlorobenzene

0.04510.05240.0800 0.0800Hexachlorobutadiene

J J0.03700.03280.0800 0.0800Hexachlorocyclopentadiene

0.04310.05390.0800 0.0800Hexachloroethane
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Water

04/02/2012  1258

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113443

Method: 625

Preparation: 625

Units: mg/LLCS 280-113443/2-A LCSD 280-113443/3-ALCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

03/28/2012  1700

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1317

03/28/2012  1700

N/AN/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

0.08370.07960.0800 0.0800Indeno[1,2,3-cd]pyrene

0.09610.07660.0800 0.0800Isophorone

0.1650.1600.160 0.160p-Cresol

0.06810.06460.0800 0.0800Naphthalene

0.07390.07480.0800 0.0800Nitrobenzene

*0.1210.07870.0800 0.08002-Nitrophenol

0.07900.08090.0800 0.08004-Nitrophenol

0.06890.07490.0800 0.0800N-Nitrosodimethylamine

0.06720.06240.0683 0.0683N-Nitrosodiphenylamine

0.08650.07890.0800 0.0800N-Nitrosodi-n-propylamine

0.08550.07500.0800 0.0800Pentachlorophenol

0.08060.07740.0800 0.0800Phenanthrene

0.07120.07810.0800 0.0800Phenol

0.08260.07700.0800 0.0800Pyrene

0.05440.05570.0800 0.08001,2,4-Trichlorobenzene

0.06430.07720.0800 0.08002,4,6-Trichlorophenol

0.07870.07210.0800 0.08002-Methylphenol

0.08270.07920.0800 0.0800Benzo[g,h,i]perylene

0.07760.07190.0800 0.08002,2'-Oxybis(1-chloropropane)
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-112986

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

26a032712.asc

50   mL

50   mLUnits: mg/L

Method: 200.7 Rev 4.4

Preparation: 200.7

Total Recoverable

MT_026MB 280-112986/1-A

Analysis Date: 03/27/2012  1632

Analysis Batch:

Prep Batch:

Leach Batch: N/A

280-113314

280-112986

Prep Date:

Leach Date:

03/26/2012  1400

N/A

Analyte RLMDLQualResult

ND 0.0150.0044Arsenic

ND 0.00500.00045Cadmium

ND 0.100.022Iron

ND 0.00900.0026Lead

ND 0.0150.0049Selenium

ND 0.0200.0045Zinc

ND 0.0100.00093Silver

Water

1.0

Lab Control Sample - Batch:  280-112986

Client Matrix:

Lab Sample ID:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

26a032712.asc

50   mL

50   mLUnits: mg/L

Method: 200.7 Rev 4.4

Preparation: 200.7

Total Recoverable

MT_026LCS 280-112986/2-A

Analysis Date: 03/27/2012  1634

Analysis Batch:

Prep Batch:

Leach Batch:

280-113314

280-112986

N/A

Prep Date:

Leach Date:

03/26/2012  1400

N/A

Analyte QualLimit% Rec.ResultSpike Amount

1.00 1.01 101 88 - 110Arsenic

0.100 0.105 105 88 - 111Cadmium

1.00 0.992 99 89 - 115Iron

0.500 0.511 102 89 - 110Lead

2.00 2.04 102 85 - 112Selenium

0.500 0.498 100 85 - 111Zinc

0.0500 0.0536 107 85 - 115Silver
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

26a032712.asc

50   mL

50   mL

26a032712.asc

50   mL

50   mL

Method: 200.7 Rev 4.4

Preparation: 200.7

Total Recoverable

MT_026

MT_026

280-26959-B-2-B MS

280-26959-B-2-C MSD

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-112986

03/27/2012  1701

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-113314

280-112986

N/A

Analysis Date:

Prep Date:

Leach Date:

03/27/2012  1703

03/26/2012  1400

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113314

280-112986

N/A

03/26/2012  1400

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

101 103 88 - 110 2 20Arsenic

104 106 88 - 111 1 20Cadmium

95 96 89 - 115 1 20Iron

98 100 89 - 110 1 20Lead

101 102 85 - 112 1 20Selenium

96 98 85 - 111 1 20Zinc

108 109 85 - 115 1 20Silver

Water

03/27/2012  1701 03/27/2012  1703

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 200.7 Rev 4.4

Preparation: 200.7

Total Recoverable

Units: mg/L280-26959-B-2-B MS 280-26959-B-2-C MSDMS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-112986

Analysis Date:

Prep Date:

Leach Date:

03/26/2012  1400

N/A

Analysis Date:

Prep Date:

Leach Date:

03/26/2012  1400

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

ND 1.00 1.00 1.01 1.03Arsenic

ND 0.100 0.100 0.104 0.106Cadmium

0.10 1.00 1.00 1.05 1.06Iron

ND 0.500 0.500 0.491 0.498Lead

ND 2.00 2.00 2.01 2.04Selenium

0.033 0.500 0.500 0.515 0.521Zinc

ND 0.0500 0.0500 0.0541 0.0545Silver
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113392

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

120329taa.txt

30   mL

30   mLUnits: mg/L

Method: 245.1

Preparation: 245.1

MT_034MB 280-113392/1-A

Analysis Date: 03/29/2012  1523

Analysis Batch:

Prep Batch:

Leach Batch: N/A

280-113693

280-113392

Prep Date:

Leach Date:

03/29/2012  1120

N/A

Analyte RLMDLQualResult

ND 0.000200.000027Mercury

Water

1.0

Lab Control Sample - Batch:  280-113392

Client Matrix:

Lab Sample ID:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

120329taa.txt

30   mL

30   mLUnits: mg/L

Method: 245.1

Preparation: 245.1

MT_034LCS 280-113392/2-A

Analysis Date: 03/29/2012  1531

Analysis Batch:

Prep Batch:

Leach Batch:

280-113693

280-113392

N/A

Prep Date:

Leach Date:

03/29/2012  1120

N/A

Analyte QualLimit% Rec.ResultSpike Amount

0.00500 0.00484 97 90 - 110Mercury

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

120329taa.txt

30   mL

30   mL

120329taa.txt

30   mL

30   mL

Method: 245.1

Preparation: 245.1

MT_034

MT_034

280-26964-1

280-26964-1

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113392

03/29/2012  1537

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-113693

280-113392

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1540

03/29/2012  1120

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113693

280-113392

N/A

03/29/2012  1120

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

96 92 80 - 120 4 10Mercury
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Water

03/29/2012  1537 03/29/2012  1540

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 245.1

Preparation: 245.1

Units: mg/L280-26964-1 280-26964-1MS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113392

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1120

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1120

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

ND 0.00500 0.00500 0.00478 0.00461Mercury
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113523

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

1000   mL

1000   mLUnits: mg/L

Method: 1664A

Preparation: 1664A

N/A

No Equipment MB 280-113523/1-A

Analysis Date: 03/29/2012  0950

Analysis Batch:

Prep Batch:

Leach Batch: N/A

280-113532

280-113523

Prep Date:

Leach Date:

03/29/2012  0950

N/A

Analyte RLMDLQualResult

2.90 J 5.01.4HEM

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113523

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/L

1000   mL

1000   mL

1000   mL

1000   mLmg/L

Method: 1664A

Preparation: 1664A

N/A

N/A

No Equipment 

No Equipment 

LCS 280-113523/2-A

LCSD 280-113523/3-A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  0950

03/29/2012  0950

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113532

280-113523

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  0950

03/29/2012  0950

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113532

280-113523

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

8891 81 - 107 3 22HEM

Water

03/29/2012  0950

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113523

Method: 1664A

Preparation: 1664A

Units: mg/LLCS 280-113523/2-A LCSD 280-113523/3-ALCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  0950

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  0950

03/29/2012  0950

N/AN/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

35.336.540.0 40.0HEM
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113596

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

C:\FLOW_4\0329NXNB

1.0   mL

1.0   mLUnits: mg/L

Method: 350.1

Preparation: N/A

WC_Alp 2MB 280-113596/97

Analysis Date: 03/29/2012  1259

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-113596

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

ND 0.100.022Ammonia

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113596

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

C:\FLOW_4\0329NXNB

1.0   mL

1.0   mLUnits: mg/L

Method: 350.1

Preparation: N/A

WC_Alp 2MB 280-113596/117

Analysis Date: 03/29/2012  1329

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-113596

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

ND 0.100.022Ammonia

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113596

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

C:\FLOW_4\0329NXNB

1.0   mL

1.0   mLUnits: mg/L

Method: 350.1

Preparation: N/A

WC_Alp 2MB 280-113596/129

Analysis Date: 03/29/2012  1354

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-113596

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

ND 0.100.022Ammonia
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113596

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/L

C:\FLOW_4\0329NXNB

100   mL

100   mL

C:\FLOW_4\0329NXNB

100   mL

100   mLmg/L

Method: 350.1

Preparation: N/A

WC_Alp 2

WC_Alp 2

LCS 280-113596/98

LCSD 280-113596/99

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1300

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113596

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1302

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113596

N/A

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

101100 90 - 110 1 10Ammonia

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113596

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/L

C:\FLOW_4\0329NXNB

100   mL

100   mL

C:\FLOW_4\0329NXNB

100   mL

100   mLmg/L

Method: 350.1

Preparation: N/A

WC_Alp 2

WC_Alp 2

LCS 280-113596/130

LCSD 280-113596/131

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1356

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113596

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1357

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113596

N/A

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

101101 90 - 110 1 10Ammonia
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Water

03/29/2012  1300

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113596

Method: 350.1

Preparation: N/A

Units: mg/LLCS 280-113596/98 LCSD 280-113596/99LCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1302

N/A

N/A

N/A

N/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

5.044.985.00 5.00Ammonia

Water

03/29/2012  1356

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113596

Method: 350.1

Preparation: N/A

Units: mg/LLCS 280-113596/130 LCSD 280-113596/131LCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1357

N/A

N/A

N/A

N/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

5.075.035.00 5.00Ammonia

TestAmerica Denver Page 44 of 107



Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

C:\FLOW_4\0329NXNB

5   mL

5   mL

C:\FLOW_4\0329NXNB

5   mL

5   mL

Method: 350.1

Preparation: N/A

WC_Alp 2

WC_Alp 2

280-26950-B-6 MS

280-26950-B-6 MSD

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113596

03/29/2012  1324

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-113596

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1326

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113596

N/A

N/A

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

94 96 90 - 110 2 20Ammonia

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

C:\FLOW_4\0329NXNB

5   mL

5   mL

C:\FLOW_4\0329NXNB

5   mL

5   mL

Method: 350.1

Preparation: N/A

WC_Alp 2

WC_Alp 2

280-26989-B-1 MS

280-26989-B-1 MSD

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113596

03/29/2012  1400

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-113596

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1402

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113596

N/A

N/A

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

83 83 90 - 110 0 20 F FAmmonia
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Water

03/29/2012  1324 03/29/2012  1326

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 350.1

Preparation: N/A

Units: mg/L280-26950-B-6 MS 280-26950-B-6 MSDMS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113596

Analysis Date:

Prep Date:

Leach Date:

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

N/A

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

ND 4.00 4.00 3.76 3.83Ammonia

Water

03/29/2012  1400 03/29/2012  1402

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 350.1

Preparation: N/A

Units: mg/L280-26989-B-1 MS 280-26989-B-1 MSDMS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113596

Analysis Date:

Prep Date:

Leach Date:

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

N/A

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

ND 4.00 4.00 3.32 3.32F FAmmonia
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113968

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

040312TKN.tab

25   mL

25   mLUnits: mg/L

Method: 351.2

Preparation: 351.2

WC_AstoriaMB 280-113968/3-A

Analysis Date: 04/03/2012  1315

Analysis Batch:

Prep Batch:

Leach Batch: N/A

280-114082

280-113968

Prep Date:

Leach Date:

04/02/2012  1522

N/A

Analyte RLMDLQualResult

ND 0.500.077Nitrogen, Kjeldahl

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113968

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/L

040312TKN.tab

25   mL

25   mL

040312TKN.tab

25   mL

25   mLmg/L

Method: 351.2

Preparation: 351.2

WC_Astoria

WC_Astoria

LCS 280-113968/1-A

LCSD 280-113968/2-A

Analysis Date:

Prep Date:

Leach Date:

04/03/2012  1312

04/02/2012  1522

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-114082

280-113968

N/A

Analysis Date:

Prep Date:

Leach Date:

04/03/2012  1313

04/02/2012  1522

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-114082

280-113968

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

9895 90 - 110 3 25Nitrogen, Kjeldahl

Water

04/03/2012  1312

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113968

Method: 351.2

Preparation: 351.2

Units: mg/LLCS 280-113968/1-A LCSD 280-113968/2-ALCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1522

Analysis Date:

Prep Date:

Leach Date:

04/03/2012  1313

04/02/2012  1522

N/AN/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

5.865.706.00 6.00Nitrogen, Kjeldahl
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

040312TKN.tab

25   mL

25   mL

040312TKN.tab

25   mL

25   mL

Method: 351.2

Preparation: 351.2

WC_Astoria

WC_Astoria

280-26961-B-6-B MS

280-26961-B-6-C MSD

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113968

04/03/2012  1331

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-114082

280-113968

N/A

Analysis Date:

Prep Date:

Leach Date:

04/03/2012  1332

04/02/2012  1522

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-114082

280-113968

N/A

04/02/2012  1522

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

55 58 90 - 110 4 25 F FNitrogen, Kjeldahl

Water

04/03/2012  1331 04/03/2012  1332

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 351.2

Preparation: 351.2

Units: mg/L280-26961-B-6-B MS 280-26961-B-6-C MSDMS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113968

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1522

N/A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1522

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

0.86 3.00 3.00 2.51 2.60F FNitrogen, Kjeldahl
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113600

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

C:\FLOW_4\0329NXNB

1.0   mL

1.0   mLUnits: mg/L

Method: 353.2

Preparation: N/A

WC_Alp 2MB 280-113600/20

Analysis Date: 03/29/2012  1103

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-113600

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

ND 0.100.019Nitrate Nitrite as N

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113600

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

C:\FLOW_4\0329NXNB

1.0   mL

1.0   mLUnits: mg/L

Method: 353.2

Preparation: N/A

WC_Alp 2MB 280-113600/97

Analysis Date: 03/29/2012  1259

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-113600

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

ND 0.100.019Nitrate Nitrite as N

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113600

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

C:\FLOW_4\0329NXNB

1.0   mL

1.0   mLUnits: mg/L

Method: 353.2

Preparation: N/A

WC_Alp 2MB 280-113600/117

Analysis Date: 03/29/2012  1329

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-113600

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

ND 0.100.019Nitrate Nitrite as N
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113600

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

C:\FLOW_4\0329NXNB

1.0   mL

1.0   mLUnits: mg/L

Method: 353.2

Preparation: N/A

WC_Alp 2MB 280-113600/129

Analysis Date: 03/29/2012  1354

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-113600

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

ND 0.100.019Nitrate Nitrite as N

Water

1.0

Method Reporting Limit Check - Batch:  280-113600

Client Matrix:

Lab Sample ID:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

C:\FLOW_4\0329NXNB

100   mL

100   mLUnits: mg/L

Method: 353.2

Preparation: N/A

WC_Alp 2MRL 280-113600/18

Analysis Date: 03/29/2012  1100

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Prep Date:

Leach Date:

N/A

N/A

Analyte QualLimit% Rec.ResultSpike Amount

0.100 0.0872 87 J50 - 150Nitrate Nitrite as N
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113600

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/L

C:\FLOW_4\0329NXNB

100   mL

100   mL

C:\FLOW_4\0329NXNB

100   mL

100   mLmg/L

Method: 353.2

Preparation: N/A

WC_Alp 2

WC_Alp 2

LCS 280-113600/21

LCSD 280-113600/22

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1105

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1106

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

102102 90 - 110 0 10Nitrate Nitrite as N

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113600

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/L

C:\FLOW_4\0329NXNB

100   mL

100   mL

C:\FLOW_4\0329NXNB

100   mL

100   mLmg/L

Method: 353.2

Preparation: N/A

WC_Alp 2

WC_Alp 2

LCS 280-113600/98

LCSD 280-113600/99

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1300

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1302

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

101102 90 - 110 1 10Nitrate Nitrite as N
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113600

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/L

C:\FLOW_4\0329NXNB

100   mL

100   mL

C:\FLOW_4\0329NXNB

100   mL

100   mLmg/L

Method: 353.2

Preparation: N/A

WC_Alp 2

WC_Alp 2

LCS 280-113600/130

LCSD 280-113600/131

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1356

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1357

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

103101 90 - 110 1 10Nitrate Nitrite as N
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Water

03/29/2012  1105

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113600

Method: 353.2

Preparation: N/A

Units: mg/LLCS 280-113600/21 LCSD 280-113600/22LCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1106

N/A

N/A

N/A

N/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

5.115.105.00 5.00Nitrate Nitrite as N

Water

03/29/2012  1300

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113600

Method: 353.2

Preparation: N/A

Units: mg/LLCS 280-113600/98 LCSD 280-113600/99LCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1302

N/A

N/A

N/A

N/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

5.055.095.00 5.00Nitrate Nitrite as N

Water

03/29/2012  1356

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113600

Method: 353.2

Preparation: N/A

Units: mg/LLCS 280-113600/130 LCSD 280-113600/131LCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1357

N/A

N/A

N/A

N/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

5.135.065.00 5.00Nitrate Nitrite as N
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

C:\FLOW_4\0329NXNB

5   mL

5   mL

C:\FLOW_4\0329NXNB

5   mL

5   mL

Method: 353.2

Preparation: N/A

WC_Alp 2

WC_Alp 2

280-26930-B-1 MS

280-26930-B-1 MSD

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113600

03/29/2012  1109

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1111

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

104 104 90 - 110 0 17Nitrate Nitrite as N

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

C:\FLOW_4\0329NXNB

5   mL

5   mL

C:\FLOW_4\0329NXNB

5   mL

5   mL

Method: 353.2

Preparation: N/A

WC_Alp 2

WC_Alp 2

280-26989-B-1 MS

280-26989-B-1 MSD

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113600

03/29/2012  1400

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/29/2012  1402

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113600

N/A

N/A

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

95 97 90 - 110 1 17Nitrate Nitrite as N
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Water

03/29/2012  1109 03/29/2012  1111

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 353.2

Preparation: N/A

Units: mg/L280-26930-B-1 MS 280-26930-B-1 MSDMS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113600

Analysis Date:

Prep Date:

Leach Date:

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

N/A

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

1.4 4.00 4.00 5.53 5.52Nitrate Nitrite as N

Water

03/29/2012  1400 03/29/2012  1402

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 353.2

Preparation: N/A

Units: mg/L280-26989-B-1 MS 280-26989-B-1 MSDMS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113600

Analysis Date:

Prep Date:

Leach Date:

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

N/A

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

2.6 4.00 4.00 6.37 6.44Nitrate Nitrite as N
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113928

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

040212TPHOSB.xls

50   mL

50   mLUnits: mg/L

Method: 365.1

Preparation: 365.2/365.3/365

WC_KonelabMB 280-113928/3-A

Analysis Date: 04/02/2012  1649

Analysis Batch:

Prep Batch:

Leach Batch: N/A

280-113979

280-113928

Prep Date:

Leach Date:

04/02/2012  1232

N/A

Analyte RLMDLQualResult

ND 0.0500.0050Phosphorus, Total

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113928

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/L

040212TPHOSB.xls

50   mL

50   mL

040212TPHOSB.xls

50   mL

50   mLmg/L

Method: 365.1

Preparation: 365.2/365.3/365

WC_Konelab

WC_Konelab

LCS 280-113928/1-A

LCSD 280-113928/2-A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1649

04/02/2012  1232

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113979

280-113928

N/A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1649

04/02/2012  1232

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113979

280-113928

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

9696 90 - 110 0 10Phosphorus, Total

Water

04/02/2012  1649

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113928

Method: 365.1

Preparation: 365.2/365.3/365

Units: mg/LLCS 280-113928/1-A LCSD 280-113928/2-ALCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1232

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1649

04/02/2012  1232

N/AN/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

0.4800.4780.500 0.500Phosphorus, Total
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

040212TPHOSB.xls

50   mL

50   mL

040212TPHOSB.xls

50   mL

50   mL

Method: 365.1

Preparation: 365.2/365.3/365

WC_Konelab

WC_Konelab

280-26961-A-1-B MS

280-26961-A-1-C MSD

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113928

04/02/2012  1649

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-113979

280-113928

N/A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1650

04/02/2012  1232

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113979

280-113928

N/A

04/02/2012  1232

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

114 105 90 - 110 8 22 FPhosphorus, Total

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

040212TPHOSB.xls

50   mL

50   mL

040212TPHOSB.xls

50   mL

50   mL

Method: 365.1

Preparation: 365.2/365.3/365

WC_Konelab

WC_Konelab

280-26964-2

280-26964-2

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113928

04/02/2012  1653

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-113979

280-113928

N/A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1653

04/02/2012  1232

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113979

280-113928

N/A

04/02/2012  1232

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

90 91 90 - 110 1 22Phosphorus, Total
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Water

04/02/2012  1649 04/02/2012  1650

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 365.1

Preparation: 365.2/365.3/365

Units: mg/L280-26961-A-1-B MS 280-26961-A-1-C MSDMS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113928

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1232

N/A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1232

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

0.034 J 0.500 0.500 0.605 0.561FPhosphorus, Total

Water

04/02/2012  1653 04/02/2012  1653

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 365.1

Preparation: 365.2/365.3/365

Units: mg/L280-26964-2 280-26964-2MS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113928

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1232

N/A

Analysis Date:

Prep Date:

Leach Date:

04/02/2012  1232

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

0.22 0.500 0.500 0.665 0.670Phosphorus, Total
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113353

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

2   mL

2   mLUnits: mg/L

Method: 410.4

Preparation: N/A

N/A

WC_HACH SPECMB 280-113353/5

Analysis Date: 03/28/2012  1104

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-113353

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

ND 204.1Chemical Oxygen Demand

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113353

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/L

10   mL

100   mL

10   mL

100   mLmg/L

Method: 410.4

Preparation: N/A

N/A

N/A

WC_HACH SPEC

WC_HACH SPEC

LCS 280-113353/3

LCSD 280-113353/4

Analysis Date:

Prep Date:

Leach Date:

03/28/2012  1104

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113353

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/28/2012  1104

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113353

N/A

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

9798 90 - 110 1 11Chemical Oxygen Demand

Water

03/28/2012  1104

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113353

Method: 410.4

Preparation: N/A

Units: mg/LLCS 280-113353/3 LCSD 280-113353/4LCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

Analysis Date:

Prep Date:

Leach Date:

03/28/2012  1104

N/A

N/A

N/A

N/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

97.198.5100 100Chemical Oxygen Demand
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

2   mL

100   mL

2   mL

100   mL

Method: 410.4

Preparation: N/A

N/A

N/A

WC_HACH SPEC

WC_HACH SPEC

280-26920-E-1 MS

280-26920-E-1 MSD

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113353

03/28/2012  1104

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-113353

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/28/2012  1104

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113353

N/A

N/A

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

101 99 90 - 110 1 11Chemical Oxygen Demand

Water

03/28/2012  1104 03/28/2012  1104

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 410.4

Preparation: N/A

Units: mg/L280-26920-E-1 MS 280-26920-E-1 MSDMS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  280-113353

Analysis Date:

Prep Date:

Leach Date:

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

N/A

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

31 50.0 50.0 81.7 80.6Chemical Oxygen Demand
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-113184

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

250   mL

250   mLUnits: mg/L

Method: SM 2540D

Preparation: N/A

N/A

No Equipment MB 280-113184/1

Analysis Date: 03/27/2012  0845

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-113184

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

ND 4.01.1Total Suspended Solids

Dilution:

Dilution:

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  280-113184

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/L

100   mL

250   mL

100   mL

250   mLmg/L

Method: SM 2540D

Preparation: N/A

N/A

N/A

No Equipment 

No Equipment 

LCS 280-113184/2

LCSD 280-113184/3

Analysis Date:

Prep Date:

Leach Date:

03/27/2012  0845

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113184

N/A

N/A

Analysis Date:

Prep Date:

Leach Date:

03/27/2012  0845

N/A

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-113184

N/A

N/A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

9291 86 - 114 1 20Total Suspended Solids

Water

03/27/2012  0845

Dilution: Dilution:1.0 1.0

Client Matrix:

LCSD Lab Sample ID:

Client Matrix: Water

Laboratory Control/

Laboratory Duplicate Data Report - Batch:  280-113184

Method: SM 2540D

Preparation: N/A

Units: mg/LLCS 280-113184/2 LCSD 280-113184/3LCS Lab Sample ID:

Analysis Date:

Prep Date:

Leach Date:

Analysis Date:

Prep Date:

Leach Date:

03/27/2012  0845

N/A

N/A

N/A

N/A

LCSD 

Result/Qual

LCS 

Result/Qual

LCSD Spike 

Amount

LCS Spike 

Amount
Analyte

92.091.0100 100Total Suspended Solids
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

mg/LUnits:

Water

Dilution: 1.0

Duplicate - Batch:  280-113184

Lab Sample ID:

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

250   mL

250   mL

Method: SM 2540D

Preparation: N/A

N/A

No Equipment 280-26932-A-7 DU

Analysis Date: 03/27/2012  0845

Analysis Batch:

Prep Batch:

Leach Batch:

280-113184

N/A

N/A

Prep Date:

Leach Date:

N/A

N/A

Analyte QualLimitRPDResultSample Result/Qual

12.011 7 10Total Suspended Solids
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Quality Control Results

Job Number:   280-26964-1Client:   Waste Management

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-114134

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume: 1.0   mLUnits: mg/L

Method: Total Nitrogen

Preparation: N/A

N/A

No Equipment MB 280-114134/1

Analysis Date: 04/03/2012  1742

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-114134

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

ND 0.100.042Nitrogen, Total
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Quality Control Results

Client: Waste Management Job Number: 280-26964-1

Laboratory Chronicle

03/23/2012  09:00

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:03/21/2012  10:13

280-26964-1 DETENTION BASIN

P:625 280-26964-E-1-A 280-114019 280-113443 03/28/2012  17:00 DFBTAL DEN1

A:625 280-26964-E-1-A 280-114019 280-113443 04/02/2012  21:56 MGHTAL DEN1

P:200.7 280-26964-H-1-A 280-113314 280-112986 03/26/2012  14:00 JMTAL DEN1

A:200.7 Rev 4.4 280-26964-H-1-A 280-113314 280-112986 03/27/2012  17:40 HEBTAL DEN1

P:245.1 280-26964-H-1-B 280-113693 280-113392 03/29/2012  11:20 BLRTAL DEN1

A:245.1 280-26964-H-1-B 280-113693 280-113392 03/29/2012  15:35 BLRTAL DEN1

P:1664A 280-26964-A-1-A 280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:1664A 280-26964-A-1-A 280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:350.1 280-26964-G-1 280-113596 03/29/2012  14:21 SJSTAL DEN1

P:351.2 280-26964-G-1-A 280-114082 280-113968 04/02/2012  15:22 MWTAL DEN1

A:351.2 280-26964-G-1-A 280-114082 280-113968 04/03/2012  13:47 MWTAL DEN1

A:353.2 280-26964-G-1 280-113600 03/29/2012  14:21 SJSTAL DEN1

P:365.2/365.3/36

5

280-26964-F-1-A 280-113979 280-113928 04/02/2012  12:32 JMTTAL DEN1

A:365.1 280-26964-F-1-A 280-113979 280-113928 04/02/2012  16:53 JMTTAL DEN1

A:410.4 280-26964-F-1 280-113353 03/28/2012  11:04 AJATAL DEN1

A:SM 2540D 280-26964-C-1 280-113184 03/27/2012  08:45 AJATAL DEN1

A:Total Nitrogen 280-26964-A-1 280-114134 04/03/2012  17:42 DFBTAL DEN1

A:Field Sampling 280-26964-A-1 280-113011 03/21/2012  10:13 FSTAL DEN1

03/23/2012  09:00

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:03/21/2012  10:13

280-26964-1 MS DETENTION BASIN

P:245.1 280-26964-H-1-C MS 280-113693 280-113392 03/29/2012  11:20 BLRTAL DEN1

A:245.1 280-26964-H-1-C MS 280-113693 280-113392 03/29/2012  15:37 BLRTAL DEN1

03/23/2012  09:00

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:03/21/2012  10:13

280-26964-1 MSD DETENTION BASIN

P:245.1 280-26964-H-1-D 

MSD

280-113693 280-113392 03/29/2012  11:20 BLRTAL DEN1

A:245.1 280-26964-H-1-D 

MSD

280-113693 280-113392 03/29/2012  15:40 BLRTAL DEN1

A = Analytical Method        P = Prep Method TestAmerica Denver
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Quality Control Results

Client: Waste Management Job Number: 280-26964-1

Laboratory Chronicle

03/23/2012  09:00

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:03/21/2012  10:36

280-26964-2 CULVERT

P:625 280-26964-D-2-A 280-114019 280-113443 03/28/2012  17:00 DFBTAL DEN1

A:625 280-26964-D-2-A 280-114019 280-113443 04/02/2012  22:15 MGHTAL DEN1

P:200.7 280-26964-H-2-A 280-113314 280-112986 03/26/2012  14:00 JMTAL DEN1

A:200.7 Rev 4.4 280-26964-H-2-A 280-113314 280-112986 03/27/2012  17:42 HEBTAL DEN1

P:245.1 280-26964-H-2-B 280-113693 280-113392 03/29/2012  11:20 BLRTAL DEN1

A:245.1 280-26964-H-2-B 280-113693 280-113392 03/29/2012  15:42 BLRTAL DEN1

P:1664A 280-26964-A-2-A 280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:1664A 280-26964-A-2-A 280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:350.1 280-26964-F-2 280-113596 03/29/2012  13:42 SJSTAL DEN1

P:351.2 280-26964-F-2-A 280-114082 280-113968 04/02/2012  15:22 MWTAL DEN1

A:351.2 280-26964-F-2-A 280-114082 280-113968 04/03/2012  13:48 MWTAL DEN1

A:353.2 280-26964-F-2 280-113600 03/29/2012  13:42 SJSTAL DEN1

P:365.2/365.3/36

5

280-26964-G-2-A 280-113979 280-113928 04/02/2012  12:32 JMTTAL DEN1

A:365.1 280-26964-G-2-A 280-113979 280-113928 04/02/2012  16:53 JMTTAL DEN1

A:410.4 280-26964-G-2 280-113353 03/28/2012  11:04 AJATAL DEN1

A:SM 2540D 280-26964-E-2 280-113184 03/27/2012  08:45 AJATAL DEN1

A:Total Nitrogen 280-26964-A-2 280-114134 04/03/2012  17:42 DFBTAL DEN1

A:Field Sampling 280-26964-A-2 280-113011 03/21/2012  10:36 FSTAL DEN1

03/23/2012  09:00

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:03/21/2012  10:36

280-26964-2 MS CULVERT

P:365.2/365.3/36

5

280-26964-G-2-B MS 280-113979 280-113928 04/02/2012  12:32 JMTTAL DEN1

A:365.1 280-26964-G-2-B MS 280-113979 280-113928 04/02/2012  16:53 JMTTAL DEN1

03/23/2012  09:00

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:03/21/2012  10:36

280-26964-2 MSD CULVERT

P:365.2/365.3/36

5

280-26964-G-2-C 

MSD

280-113979 280-113928 04/02/2012  12:32 JMTTAL DEN1

A:365.1 280-26964-G-2-C 

MSD

280-113979 280-113928 04/02/2012  16:53 JMTTAL DEN1

A = Analytical Method        P = Prep Method TestAmerica Denver
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Quality Control Results

Client: Waste Management Job Number: 280-26964-1

Laboratory Chronicle

03/23/2012  09:00

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:03/21/2012  10:23

280-26964-3 UPCANYON

P:625 280-26964-C-3-A 280-114019 280-113443 03/28/2012  17:00 DFBTAL DEN1

A:625 280-26964-C-3-A 280-114019 280-113443 04/02/2012  22:34 MGHTAL DEN1

P:200.7 280-26964-H-3-A 280-113314 280-112986 03/26/2012  14:00 JMTAL DEN1

A:200.7 Rev 4.4 280-26964-H-3-A 280-113314 280-112986 03/27/2012  17:45 HEBTAL DEN1

P:245.1 280-26964-H-3-B 280-113693 280-113392 03/29/2012  11:20 BLRTAL DEN1

A:245.1 280-26964-H-3-B 280-113693 280-113392 03/29/2012  15:44 BLRTAL DEN1

P:1664A 280-26964-B-3-A 280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:1664A 280-26964-B-3-A 280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:350.1 280-26964-G-3 280-113596 03/29/2012  13:44 SJSTAL DEN1

P:351.2 280-26964-F-3-A 280-114082 280-113968 04/02/2012  15:22 MWTAL DEN1

A:351.2 280-26964-F-3-A 280-114082 280-113968 04/03/2012  13:50 MWTAL DEN1

A:353.2 280-26964-G-3 280-113600 03/29/2012  13:44 SJSTAL DEN1

P:365.2/365.3/36

5

280-26964-G-3-A 280-113979 280-113928 04/02/2012  12:32 JMTTAL DEN1

A:365.1 280-26964-G-3-A 280-113979 280-113928 04/02/2012  16:53 JMTTAL DEN1

A:410.4 280-26964-G-3 280-113353 03/28/2012  11:04 AJATAL DEN1

A:SM 2540D 280-26964-E-3 280-113184 03/27/2012  08:45 AJATAL DEN1

A:Total Nitrogen 280-26964-A-3 280-114134 04/03/2012  17:42 DFBTAL DEN1

A:Field Sampling 280-26964-A-3 280-113011 03/21/2012  10:23 FSTAL DEN1

A = Analytical Method        P = Prep Method TestAmerica Denver
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Quality Control Results

Client: Waste Management Job Number: 280-26964-1

Laboratory Chronicle

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: N/A Received Date/Time: N/A

MB N/A

P:625 MB 280-113443/1-A 280-114019 280-113443 03/28/2012  17:00 DFBTAL DEN1

A:625 MB 280-113443/1-A 280-114019 280-113443 04/02/2012  21:37 MGHTAL DEN1

P:200.7 MB 280-112986/1-A 280-113314 280-112986 03/26/2012  14:00 JMTAL DEN1

A:200.7 Rev 4.4 MB 280-112986/1-A 280-113314 280-112986 03/27/2012  16:32 HEBTAL DEN1

P:245.1 MB 280-113392/1-A 280-113693 280-113392 03/29/2012  11:20 BLRTAL DEN1

A:245.1 MB 280-113392/1-A 280-113693 280-113392 03/29/2012  15:23 BLRTAL DEN1

P:1664A MB 280-113523/1-A 280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:1664A MB 280-113523/1-A 280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:350.1 MB 280-113596/97 280-113596 03/29/2012  12:59 SJSTAL DEN1

A:350.1 MB 280-113596/117 280-113596 03/29/2012  13:29 SJSTAL DEN1

A:350.1 MB 280-113596/129 280-113596 03/29/2012  13:54 SJSTAL DEN1

P:351.2 MB 280-113968/3-A 280-114082 280-113968 04/02/2012  15:22 MWTAL DEN1

A:351.2 MB 280-113968/3-A 280-114082 280-113968 04/03/2012  13:15 MWTAL DEN1

A:353.2 MB 280-113600/20 280-113600 03/29/2012  11:03 SJSTAL DEN1

A:353.2 MB 280-113600/97 280-113600 03/29/2012  12:59 SJSTAL DEN1

A:353.2 MB 280-113600/117 280-113600 03/29/2012  13:29 SJSTAL DEN1

A:353.2 MB 280-113600/129 280-113600 03/29/2012  13:54 SJSTAL DEN1

P:365.2/365.3/36

5

MB 280-113928/3-A 280-113979 280-113928 04/02/2012  12:32 JMTTAL DEN1

A:365.1 MB 280-113928/3-A 280-113979 280-113928 04/02/2012  16:49 JMTTAL DEN1

A:410.4 MB 280-113353/5 280-113353 03/28/2012  11:04 AJATAL DEN1

A:SM 2540D MB 280-113184/1 280-113184 03/27/2012  08:45 AJATAL DEN1

A:Total Nitrogen MB 280-114134/1 280-114134 04/03/2012  17:42 DFBTAL DEN1

A = Analytical Method        P = Prep Method TestAmerica Denver
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Quality Control Results

Client: Waste Management Job Number: 280-26964-1

Laboratory Chronicle

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: N/A Received Date/Time: N/A

LCS N/A

P:625 LCS 280-113443/2-A 280-114019 280-113443 03/28/2012  17:00 DFBTAL DEN1

A:625 LCS 280-113443/2-A 280-114019 280-113443 04/02/2012  12:58 MGHTAL DEN1

P:200.7 LCS 280-112986/2-A 280-113314 280-112986 03/26/2012  14:00 JMTAL DEN1

A:200.7 Rev 4.4 LCS 280-112986/2-A 280-113314 280-112986 03/27/2012  16:34 HEBTAL DEN1

P:245.1 LCS 280-113392/2-A 280-113693 280-113392 03/29/2012  11:20 BLRTAL DEN1

A:245.1 LCS 280-113392/2-A 280-113693 280-113392 03/29/2012  15:31 BLRTAL DEN1

P:1664A LCS 280-113523/2-A 280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:1664A LCS 280-113523/2-A 280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:350.1 LCS 280-113596/98 280-113596 03/29/2012  13:00 SJSTAL DEN1

A:350.1 LCS 280-113596/130 280-113596 03/29/2012  13:56 SJSTAL DEN1

P:351.2 LCS 280-113968/1-A 280-114082 280-113968 04/02/2012  15:22 MWTAL DEN1

A:351.2 LCS 280-113968/1-A 280-114082 280-113968 04/03/2012  13:12 MWTAL DEN1

A:353.2 LCS 280-113600/21 280-113600 03/29/2012  11:05 SJSTAL DEN1

A:353.2 LCS 280-113600/98 280-113600 03/29/2012  13:00 SJSTAL DEN1

A:353.2 LCS 280-113600/130 280-113600 03/29/2012  13:56 SJSTAL DEN1

P:365.2/365.3/36

5

LCS 280-113928/1-A 280-113979 280-113928 04/02/2012  12:32 JMTTAL DEN1

A:365.1 LCS 280-113928/1-A 280-113979 280-113928 04/02/2012  16:49 JMTTAL DEN1

A:410.4 LCS 280-113353/3 280-113353 03/28/2012  11:04 AJATAL DEN1

A:SM 2540D LCS 280-113184/2 280-113184 03/27/2012  08:45 AJATAL DEN1

A = Analytical Method        P = Prep Method TestAmerica Denver
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Quality Control Results

Client: Waste Management Job Number: 280-26964-1

Laboratory Chronicle

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: N/A Received Date/Time: N/A

LCSD N/A

P:625 LCSD 

280-113443/3-A

280-114019 280-113443 03/28/2012  17:00 DFBTAL DEN1

A:625 LCSD 

280-113443/3-A

280-114019 280-113443 04/02/2012  13:17 MGHTAL DEN1

P:1664A LCSD 

280-113523/3-A

280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:1664A LCSD 

280-113523/3-A

280-113532 280-113523 03/29/2012  09:50 DETAL DEN1

A:350.1 LCSD 280-113596/99 280-113596 03/29/2012  13:02 SJSTAL DEN1

A:350.1 LCSD 

280-113596/131

280-113596 03/29/2012  13:57 SJSTAL DEN1

P:351.2 LCSD 

280-113968/2-A

280-114082 280-113968 04/02/2012  15:22 MWTAL DEN1

A:351.2 LCSD 

280-113968/2-A

280-114082 280-113968 04/03/2012  13:13 MWTAL DEN1

A:353.2 LCSD 280-113600/22 280-113600 03/29/2012  11:06 SJSTAL DEN1

A:353.2 LCSD 280-113600/99 280-113600 03/29/2012  13:02 SJSTAL DEN1

A:353.2 LCSD 

280-113600/131

280-113600 03/29/2012  13:57 SJSTAL DEN1

P:365.2/365.3/36

5

LCSD 

280-113928/2-A

280-113979 280-113928 04/02/2012  12:32 JMTTAL DEN1

A:365.1 LCSD 

280-113928/2-A

280-113979 280-113928 04/02/2012  16:49 JMTTAL DEN1

A:410.4 LCSD 280-113353/4 280-113353 03/28/2012  11:04 AJATAL DEN1

A:SM 2540D LCSD 280-113184/3 280-113184 03/27/2012  08:45 AJATAL DEN1

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: N/A Received Date/Time: N/A

MRL N/A

A:353.2 MRL 280-113600/18 280-113600 03/29/2012  11:00 SJSTAL DEN1

A = Analytical Method        P = Prep Method TestAmerica Denver
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Quality Control Results

Client: Waste Management Job Number: 280-26964-1

Laboratory Chronicle

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: N/A Received Date/Time: N/A

MS N/A

P:200.7 280-26959-B-2-B MS 280-113314 280-112986 03/26/2012  14:00 JMTAL DEN1

A:200.7 Rev 4.4 280-26959-B-2-B MS 280-113314 280-112986 03/27/2012  17:01 HEBTAL DEN1

A:350.1 280-26950-B-6 MS 280-113596 03/29/2012  13:24 SJSTAL DEN1

A:350.1 280-26989-B-1 MS 280-113596 03/29/2012  14:00 SJSTAL DEN1

P:351.2 280-26961-B-6-B MS 280-114082 280-113968 04/02/2012  15:22 MWTAL DEN1

A:351.2 280-26961-B-6-B MS 280-114082 280-113968 04/03/2012  13:31 MWTAL DEN1

A:353.2 280-26930-B-1 MS 280-113600 03/29/2012  11:09 SJSTAL DEN1

A:353.2 280-26989-B-1 MS 280-113600 03/29/2012  14:00 SJSTAL DEN1

P:365.2/365.3/36

5

280-26961-A-1-B MS 280-113979 280-113928 04/02/2012  12:32 JMTTAL DEN1

A:365.1 280-26961-A-1-B MS 280-113979 280-113928 04/02/2012  16:49 JMTTAL DEN1

A:410.4 280-26920-E-1 MS 280-113353 03/28/2012  11:04 AJATAL DEN1

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: N/A Received Date/Time: N/A

MSD N/A

P:200.7 280-26959-B-2-C 

MSD

280-113314 280-112986 03/26/2012  14:00 JMTAL DEN1

A:200.7 Rev 4.4 280-26959-B-2-C 

MSD

280-113314 280-112986 03/27/2012  17:03 HEBTAL DEN1

A:350.1 280-26950-B-6 MSD 280-113596 03/29/2012  13:26 SJSTAL DEN1

A:350.1 280-26989-B-1 MSD 280-113596 03/29/2012  14:02 SJSTAL DEN1

P:351.2 280-26961-B-6-C 

MSD

280-114082 280-113968 04/02/2012  15:22 MWTAL DEN1

A:351.2 280-26961-B-6-C 

MSD

280-114082 280-113968 04/03/2012  13:32 MWTAL DEN1

A:353.2 280-26930-B-1 MSD 280-113600 03/29/2012  11:11 SJSTAL DEN1

A:353.2 280-26989-B-1 MSD 280-113600 03/29/2012  14:02 SJSTAL DEN1

P:365.2/365.3/36

5

280-26961-A-1-C 

MSD

280-113979 280-113928 04/02/2012  12:32 JMTTAL DEN1

A:365.1 280-26961-A-1-C 

MSD

280-113979 280-113928 04/02/2012  16:50 JMTTAL DEN1

A:410.4 280-26920-E-1 MSD 280-113353 03/28/2012  11:04 AJATAL DEN1

Lab ID:

Method Bottle ID Run

Analysis 

Batch Prep Batch

Date Prepared / 

Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: N/A Received Date/Time: N/A

DU N/A

A:SM 2540D 280-26932-A-7 DU 280-113184 03/27/2012  08:45 AJATAL DEN1

Lab References:
TAL DEN = TestAmerica Denver

A = Analytical Method        P = Prep Method TestAmerica Denver
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Login Sample Receipt Checklist

Client: Waste Management Job Number: 280-26964-1

Login Number: 26964

Question Answer Comment

Creator: Philipp, Nicholas A

List Source: TestAmerica Denver

List Number: 1

TrueRadioactivity either was not measured or, if measured, is at or below 

background

TrueThe cooler's custody seal, if present, is intact.

TrueThe cooler or samples do not appear to have been compromised or 

tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

FalseCOC is filled out with all pertinent information. NO DATE/TIME FOR SAMPLE 1

TrueIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the sample IDs on the containers and 

the COC.

TrueSamples are received within Holding Time.

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

TrueSample Preservation Verified

TrueThere is sufficient vol. for all requested analyses, incl. any requested 

MS/MSDs

N/AVOA sample vials do not have headspace or bubble is <6mm (1/4") in 

diameter.

TrueIf necessary, staff have been informed of any short hold time or quick TAT 

needs

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

TrueSampling Company provided.

TrueSamples received within 48 hours of sampling.

TrueSamples requiring field filtration have been filtered in the field.

N/AChlorine Residual checked.

TestAmerica Denver Page 107 of 107


	J26964-1 Std_Tal_L2E Rev(1) Final Report.pdf
	Cover Title Page
	Table of Contents
	Report Narrative
	Executive Summary
	Method Summary
	Method / Analyst Summary
	Sample Summary
	Sample Results
	Sample Datasheets
	Data Qualifiers
	QC Results
	Qc Association Summary
	Surrogate Recovery Report
	Qc Reports
	Laboratory Chronicle
	Subcontracted Data
	Client Chain of Custody
	Sample Receipt Checklist


